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OPTICS TO DIN STANDARD 


OLYMPUS OBJECTIVES, LONG BARREL SERIES, FOR MICROSCOPE 


Gallenkamp 


BHS-BHT, BHT-U_ AND VANOX 


(Prefix S before magnification denotes sprung bottom lens) 


OBJECTIVE, D-ACHROMAT 


MMS-100-070K Magnification 4X 


MMS-100-090E 
MMS-100-110B 
MMS-100-130S 
MMS-100-170G 
MMS-100-190A 


MMS-100-230A 


OBJECTIVE, D-PLAN 


10X 
S20X 
S40X 
S60X 
$100X 


T100X 


MMS&-110-070D Magnification 4X 


MMS-110-090U 
MMS-110-110R 
MMS-110-130L 
MMS-110-150F 


MMS-110-190Q 


OBJECTIVE S-PLAN 


10X 


S20X 


S40X 


S50X 


$100X 


MMS-120-030Y Magnification F1.1X 


MMS~-120-050C 


" 


(The above two objectives should be used with condenser 
type ULC, but the 2X can also be used with swing-out 


condenser.) 


F1.2X 


(oil) 


(oil) 


(oil) 


(oil) 


NAO.10 
NA0.25 
NAO.40 
NAO.65 
NAO.80 
NA1.30 


NA1.30 


NAO.10 
NA0.25 
NAO.40 
NAO..65 
NAO.90 


NA1.25 


NAO.04 


NAO.08 


OLYMPUS price list 





WEF lst February 1984 


£ 


20.50 
28.50 
36.00 
42.50 
49.50 
49.35 


70.50 


35.70 
49.35 
63.55 
91.50 

268.00 


219.00 


247.00 


198.00 


a 

OBJECTIVE S-PLAN 
MMS-120-070T Magnification 4X NA0.13 91.05 
MMS-120-090N " 10X NAO.30 120.00 
MMS-120-110K " S20X NA0.46 135.00 
MMS-120-130E . S40X NAO.70 198.00 
MMS-120-190J . $100X (oil) NA1.25 394.00 
MMS-120-210G ’ $100X (dry) NA 0.95 S-Plan 

with correction collar 433.00 
OBJECTIVE S-PLANAPOCHROMATIC 
MMS-130-070M Magnification 4X NAO.16 177.00 
MMS-130-090G : $10X NAO0.40 268.00 
MMS-130-110Q : S20X NAO.70 318.00 
MMS-130-130U . A40X NA0.95 472.00 
MMS-130-170Y . S60X P.O.A. 
MMS-130-190C ™ $100X (oil) NA1.35 892.00 
OBJECTIVE FOR USE WITHOUT COVER GLASS 
MMS-120-230A Magnification $100X (dry) NAO.95 S-Plan 489.00 
MMS-140-130N 7 40X NAO.70 S-Plan 212.00 
MMS-140-170B . F60X NAO.95 D-Plan Fluorite 247.00 
MMS~140-190S : 100X (oil) NA1.40 S-Plan Apo 825.00 
OBJECTIVE D-ACHROMAT PHASE CONTRAST 
MMS-150-090P Magnification 10X NA0.25 57.00 
MMS-150-110M 4 S20X NA0.40 71.00 
MMS-150-130G ‘ S40X NA0.65 85.00 
MMS-150-190L $100X (oil) NA1.30 99.00 
OBJECTIVE S-PLAN PHASE CONTRAST 
MMS-160-090Y Magnification 10X NAO.30 169.00 
MMS-160-110F . S20X NA0.46 190.00 
MMS-160-130W 5 S40X NAO.70 232.00 
MMS-~160-190E . $100X (oil) NA1.25 507.00 


(Phase contrast objectives are normally supplied as 
positive phase, low absorption. We can supply other 
degrees of absorption and in negative phase. 


OBJECTIVE D-ACHROMAT STRAIN FREE 


MMS-170-070H 
MMS-170-090B 
MMS-170-110V 
MMS-170-130P 


MMS-170-190V 


Magnification 4X NAO.10 
m 10X NAO.25 
. S20X NAO.40 
, S40X NAO.65 
. $100X (oil) NA1.30 


OBJECTIVE, D-PLAN STRAIN FREE 


MMS-175-070A 
MMS-175-090R 
MMS-175-110X 
MMS-175-130Y 


MMS-175-190N 


Magnification 4X NAO.10- 
A 10X NAO.25 
7 S20X NA0.40 
Magnification S40X NA0.65 
. $100X (oil) NA1.25 


OBJECTIVE, NON-FLUORESCING UVFL 


MMS-180-720K 


MMS-180-730H 


MMS-180-740E 


MMS-180-750B 


Magnification 10X NAO.40 
7 20X NA0.65 
. 40X (oil) NA1.30 
7 100X (oil) NA1.30 


EYEPIECES FOR USE WITH LONG BARREL OBJECTIVES 


MMS-900-280E 
MMS-900-282A 


MMS-910-230M 


MMS-910-234E 


MMS-~910-240E 


MMS-910-242F 


MMS-910-250G 


MMS-910-252C 
MMS-910-256R 


MMS-910-260D 


Eyepieces, compensation NK20X. Field No.20 
Eyepieces, as above but in pairs 


Eyepieces, paired wide field, compensation WK10X 
Field No.20 


Eyepieces, as above but single and with dioptre 
adjustment WK10X-H 


Eyepiece, wide field, compensation, high eyepoint, 
WHK8xX, Field No.20., Maintains standard overall 
magnification when intermediate attachments are used 
with microscope. 


Eyepieces, as above but in pairs 


Eyepieces, wide field, compensation, high eyepoint 
WHR10X, Field No.20 


Eyepieces, as above, but in pairs 
Eyepieces, as above, single, with dioptre adjustment. 


Eyepieces, as above, and with linear graticule 


each 


pair 


pair 


each 


each 


pair 


each 
pair 
each 


each 


frm 


35.70 
57.00 


70.50 
85.00 


99.00 


49.35 
70.50 
91.50 
127.00 


303.00 


182.00 


268.00 


302.00 


343.00 


35.70 


70.50 


70.50 


43.00 


35.70 


70.50 


35.70 
70.50 
43.00 


57.00 


£ 

MMS-910-264S Eyepieces, as above, but with cross graticule each 57.00 
MMS-910-270A Eyepieces, wide field, compensation, high eyepoint 

WHK15X, Field No.14 each 36.00 
MMS-910-272T Eyepieces, as above, but in pairs pair 70.50 
MMS-910-276L Eyepieces, CHW10X for CH microscopes pair 50.00 
MMS-920-230F Eyepieces, superwide SW10X Field No.26.5 each 49.50 
MMS-920-232B Eyepieces, as above, but in pairs pair 99.00 

(Superwide eyepieces are greater in diameter than usual 

and must be used with the Superwide head). Details on 

request. 
MMS-930-230V Eyepiece, viewfinder/focusing 35-WK10X, 35mm each 57.00 
MMS-930-235L Eyepiece, viewfinder/focusing P-WK10X, Polaroid each 57.00 
MMS-930-250P Eyepiece, viewfinder/focusing 35-WHK10X, 35mm each 57.00 
MMS-930-270J Eyepiece, viewfinder/focusing P-WHK10X, Polaroid each 57.00 
MMS-930-240S Eyepiece, viewfinder/focusing 4x5-WHK10X, 4" x 5" each 57.00 
MMS-930-280G Eyepiece, viewfinder/focusing MH-WHK10X, 16mm each 57.00 
MMS-930-256D Eyepiece, viewfinder/focusing 35-SWK10X 35mm each 70.50 
MMS-930-285T Eyepiece, viewfinder/focusing P-SWK10X Polaroid each 70.50 
MMS~930-190D Eyepiece, viewfinder/focusing 4x5-SWK10X 4" x 5" each 70.50 
MMS-930-292W Eyepiece, viewfinder/focusing MH-SWK10X l6mm each 70.50 
MMS-941-030Q Eyepiece, photo NFK 2.5X LD, field No.23.0 each 44.00 
MMS-941-070E Eyepiece, photo NFK 3.3X LD, field No.18.4 each 44.00 
MMS-941-110S Eyepiece, photo NFK 5.0X LD, field No.12.4 each 37.00 
MMS-941-150G Eyepiece, photo NFK 6.7X LD, field No.8.4 each 37.00 


VAT IS ADDITIONAL ON ALL ABOVE PRICES 





Gallenkamp 


United Kingdom Overseas 

South i Midlands North West North East Scotland Service Export Department 
PO Box 230 Belton Road West | PO Box 6 Ponrack Lane Braeview Place Organisation |§PO Box 290 
Technico House Loughborough Ledson Road Stockton-on-Tees | Nerston Gatwick Road | Technico House 
Christopher Street | LE110TR Wythenshawe Cleveland East Kilbride Crawley Christopher Street 
London EC2P 2ER | Tei: 0509 37371 Manchester TS18 2PT Glasgow G74 3XJ | West Sussex London EC2P 2ER 
Tal: 01-247 3211 Telex: 34391 M23 9ND Tel: 0642 63441 Tei: 035-52 22281 | RH10 2UL England 

Telex: 886041 Tel: 061-902 9021 | Telex: 587723 Telex: 777016 Tel: 0293 518011 | Tel: +44 1247 3211 
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